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4.13 Procedure To Reset  and Restore Factory Default Settings 
 
 
Power ON the Recorder while Pressing the Reset Button 
 
 

 
 
 
Now the Screen will appear like below 
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Format: 
 
Press the Format Button for at least 3 Seconds to return the Recorder to factory 
Settings. 
After the Recorder is done formatting, it will ask for Screen Calibration. 
Do the Screen Calibration. 
The recorder has now been returned to factory default settings. 
 
 
Upgrade: 
Download the Firmware from the FTP Link Given 
Copy the File to the SD Card. Be sure the SD card is formatted to FAT32.  
Insert the SD Card to the SD Card Slot on the Recorder. 
Press Upgrade Button for at least  3 Seconds to upgrade the image from SD Card.  
Follow the on‐Screen instructions. 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 


